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[57] ABSTRACT 

A test structure for enabling the accurate measurement 
of the resistance characteristics of a semiconductor 
material, of the type which includes one or more pairs 
of electrical terminals disposed on the surface of the 
material to enable measurements of the resistance en- 
countered by currents passed between the terminals. A 
pair of terminals includes a first terminal extending in a 
closed path, such as a circle, around a second terminal, 
so that all currents flowing between the terminals flows 
along a region of known width and length. Two or 
more pairs of concentric terminals can be utilized, 
wherein the ratio of radii of each pair of terminals is the 
same as the ratio for all other pairs of terminals, to 
facilitate the calculation of the contact resistance be- 
tween each terminal and the semiconductor surface, as 
well as the calculation of the resistance of the semicon- 
ductor material apart from the effect of the terminal-to- 
semiconductor contact resistances. 
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APPARATUS FOR MEASURING 
SEMICONDUCTOR DEVICE RESISTANCE 

ORIGIN OF THE INVENTION 5 

The invention described herein was made in the per- 
formance of work under a NASA contract and is sub- 
ject to the provisions of Section 305 of the National 
Aeronautics and Space Act of 1958, Public Law 85-568 
(72 Stat. 435; 42 USC 2457). 

BACKGROUND OF THE INVENTION 

Test structures are commonly used on silicon slices to 
enable the continuous monitoring of the slices as they j 5 
are processed. The diffusion of impurities into a silicon 
slice may change its conductivity from N-type to P-type 
or vice versa and decrease its resistivity, and a measure- 
ment of resistivity can indicate the level of impurity 
diffusion. For example, in a typical solar cell process a 20 
region of N-type impurity having a sheet resistance of 
60 ohms per square is diffused into a P-type silicon slice 
to a depth of 0.01 mil (thousandth of an inch). The 
resistance of the diffused region provides an indication 
of the density of impurity diffusion. The bulk resistivity 25 
of the undiffused silicon is typically one to 10 ohm-cm 
and typically has a resistivity several orders of magni- 
tude greater than the diffused region. A typical test 
structure includes a series of metal terminals or contacts 
deposited at spaced locations along the slices. The resis- 30 
tance measured between a pair of adjacent contacts, 
enables the monitoring of the sheet resistance of the 
silicon, and therefore the- processing step. Such test 
structures are useful on a variety of semiconductor 
devices, for example in the manufacture of solai; cell 
material. 

One type of test pattern of deposited contacts in- 
cludes a series of parallel metal strips, each contacting a 
diffused region of a silicon slice which is defined in the ^ 
surface of the slice by oxide masking. The metal 
contacts are not allowed to extend to the edge of the 
diffused region, so that the resistance measured between 
a pair of contacts is affected by the indefinite region 
beyond the ends of the bars along which currents may 
move in passing between the contacts. Also the surface 
of the P-region surrounding the N-b region can invert, 
so as to give erroneous readings of resistance in the N-b 
diffused region. A simple test pattern which enabled the 
measurement of the resistance of a semiconductor mate- jq 
rial for currents passing through a known limited area, 
would enable such measurements to be more accurately 
made in a wider variety of situations. 

SUMMARY OF THE INVENTION 

55 

In accordance with one embodiment of the present 
invention, a test structure is provided for application to 
a semiconductor material, which enables the more accu- 
rate measurement of the resistance of the material. The 
test structure includes at least one pair of electrical 60 
terminals contacting the surface of the material, with 
one of the terminals extending in a closed path and the 
other terminal lying within the closed path of the first 
terminal. This can be accomplished by forming one 
terminal area as a ring and another terminal area as a 65 
ring or circle concentric with the first terminal. The 
resistance between the terminals can be measured, to 
thereby provide an indication of the resistance of the 


2 

semiconductor material in the region thereof which lies 
between the terminals. 

The resistance of the semiconductor material, apart 
from the contact resistance between the metal terminals 
and the surface of the semiconductor material, can be 
determined by the use of at least two pairs of terminals. 
The calculation of the material resistance and the 
contact resistance can be facilitated by utilizing pairs of 
terminals having a predetermined spacing relationship. 
That is, the ratio between the adjacent radiuses of a first 
pair of contacts, is equal to the ratio of radiuses of a 
second pair of contacts. 

The novel features of the invention are set forth with 
particularity in the appended claims. The invention will 
be best understood from the following description when 
read in conjunction with the accompanying drawings. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a partial plan view of a prior art test pattern, 
shown emplaced on the diffused region of a sheet of 
semiconductor material. 

FIG. 2 is a view taken on the line 2 — 2 of FIG. 1. 

FIG. 3 is a partially perspective and block diagram 
view of a test structure constructed in accordance with 
the present invention. 

FIG. 4 is a partial plan view of the test structure of 
FIG. 3. 

FIG. 5 is a view taken on the line 5 — 5 of FIG. 4, and 
also showing a representation of the resistances encoun- 
tered in the device of FIG. 4. 

FIG. 6 is a graph showing how the sheet resistance of 
a material can be calculated. 

FIG. 7 is a partial plan view of a semiconductor de- 
vice constructed in accordance with another embodi- 
ment of the invention. 

FIG. 8 is a view taken on the line 8 — 8 of FIG. 7. 

DESCRIPTION OF THE PREFERRED 
EMBODIMENTS 

FIGS. 1 and 2 illustrate a prior art technique which 
has been utilized to measure the sheet resistance of a 
diffused region D of a sheet S of silicon semiconductor 
material. The technique involves the defining of the 
diffused region D in the sheet of silicon and the deposit- 
ing of strip shaped contacts, or terminals E, on the 
surface of the diffused region. A terminal can be defined 
as an equi-potential metallic contact. The resistance 
between a pair of adjacent terminals E is measured. For 
well defined and controlled processing procedures, 
most of the resistance between the terminals is due to 
the resistance of the diffused region D of the semicon- 
ductor material. By noting the spacing between a pair of 
terminals E and the resistance measured between them, 
a calculation can be made as to the resistivity of the 
diffused region D of semiconductor material. 

The technique indicated in FIGS. 1 and 2 does not 
provide a reliably precise indication of the sheet resis- 
tance of a material. In the case of an N-type diffusion 
into a P-type slice, the surface of the P-type region may 
invert, becoming N-type and providing a shunt path 
around the edges of the metal strip. Another problem is 
that some of the current flowing between the pair of 
terminals E flows in the region beyond the ends of the 
terminals, and it is difficult to precisely calculate the 
effect of this current flow in the resistance measure- 
ment. Another problem is that there is some contact 
resistance between each terminal E and the surface S of 
the diffused region of the semiconductor, which results 
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in a somewhat higher measured resistance than that due 
solely to the sheet resistance of the semiconductor ma- 
terial. 

FIG. 4 illustrates a test pattern of the present inven- 
tion, which can be applied to the surface 10 of a body 12 5 
of the resistance characteristics of the material. The test 
pattern includes several contacts, or terminals, includ- 
ing a circular terminal 14 and a ring-shaped terminal 16 
concentric with the circular terminal. Since the ring 
terminal 16 extends in a closed path completely around lo 
the circular terminal 14, a current flowing between the 
two terminals 14, 16 flows almost completely through 
only the limited region 18 of semiconductor material 
which lies between the terminals, that is, the volume of 
the semiconductor material which lies at and below the 15 
surface at 18 as shown in a plan view. The region 18a in 
FIG. 5 is an indication of the effective current path in 
the semiconductor. It may be noted that a diffused re- 
gion has a small depth such as one-hundreth of a mil 
(thousandth of an inch) for a solar cell, and that essen- 20 
tially all of the current is confined to that diffused re- 
gion because of the formation of a junction between the 
diffused region and the underlying silicon of opposite 
type. Largely the same effect occurs where the underly- 
ing region is of the same conductivity type, but has a 25 
much higher resistivity. 

An actual measurement of surface resistance can be 
made by the equipment shown in FIG. 3, which in- 
cludes a pair of probes 20, 21 connected to the terminals 
14, 16, and a resistance measuring device which in- 30 
eludes a voltage cell 24 which applies a predetermined 
voltage between the probes 20, 22 and a current measur- 
ing instrument 26. It may be noted that the voltage- 
measuring probes 20, 21 are very thin, and that the 
effects of any resistance between the probes and termi- 35 
nals is normally avoided by the use of a kelvin probe 
apparatus. In such an apparatus, a separate pair of 
probes (not shown) is utilized to measure the voltage 
between the pair of terminals, and the voltage measured 
by such additional probes and the current flow mea- 40 
sured by means of probes 20, 21 is utilized to calculate 
resistance. Where there is negligible terminal-to-semi- 
conductor contact resistance, the lateral resistance 
which will be measured between a pair of contacts 14, 

16 is given by 45 



where Ro is the resistance due to the semiconductor 50 
material, pj is the sheet resistance or resistivity of the 
diffused region 18 being measured, la is the outside 
radius of the semiconductor section 18, and r* is the 
inside radius of the semiconductor section 18. In the 
structure of FIG. 4, the ratio Ta to r* is 1.5. If contact 55 
resistance were negligible, the resistance measured be- 
tween the pair of contacts 14, 16 would be 

«o=0.06452p, 

60 

or in other words the sheet resistance would be 15.5 Ro. 

Thus, the resistance of a body of semiconductor ma- 
terial, such as the sheet resistance of a slice of such 
material, can be more accurately determined by the use 
of a pair of terminals on the surface of the semiconduc- 65 
tor material, wherein one terminal extends in a closed 
path and the other terminal lies within that closed path, 
so that all the current which flows through the semicon- 
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ductor material during a resistance measurement is con- 
fined more closely to a predetermined region of semi- 
conductor material. The calculation of resistance can be 
more easily made by utilizing a pair of terminals 
wherein the outer terminal 16 has a circular inner edge 
and the inner terminal 14 has a circular outer edge con- 
centric with the inner edge of the terminal 16. 

The contact resistance between terminals such as 16 
and the surface 10 of a semiconductor material, can 
have an effect upon the measured resistance. When the 
contact resistance is high, the resistance R<, measured 
between a pair of terminals 14, 16, which should not 
depend upon the radiuses of the pair of terminals so long 
as they are in the same ration such as 1.5, will vary with 
the radiuses of the terminals. The resistance between 
the pair of terminals such as 14, 16 decreases as the 
terminals’ radii ra and r* increases. FIG. 5 shows the 
equivalent resistance measured between the pair of 
terminals 14, 16 which is the sum of the resistance Ri 
representing the resistance of the semiconductor region 
18 lying between the terminals, the resistance R2 repre- 
senting the contact resistance between the terminal 14 
and the surface 10 of the semiconductor material, and 
the resistance R3 representing the contact resistance 
between the terminal 16 and the surface 10. If the redi- 
uses ra and Tb increase, then the resistance R, should 
remain the same, since the semiconductor region 18 will 
be longer (the distance ro-r* will be longer) but will also 
be wider (the circumference measurement of 2ttt, 
where r is the average of ra and r* will be wider). How- 
ever, the contact resistance Ri should decrease since the 
length of the contact area (Imt) will be longer, and the 
contact resistance R3 should be similarly smaller. The 
fact that the proportion of total resistance due to the 
contact resistances varies, can be utilized to determine 
whether contact resistance is significant, and the value 
of semiconductor sheet resistance. When contact resis- 
tance is significant, the value of specific contact resis- 
tance can be calculated, and the value of the semicon- 
ductor sheet resistance after discounting the contact 
resistances can be calculated. 

A determination of the sheet resistance apart from the 
contact resistances, can be made by utilizing the struc- 
ture shown in FIG. 4, wherein additional terminals 30, 
32 are established on the surface 10 of the semiconduc- 
tor. The terminal 30 is formed so that its inner radius r^ 
is 1.5 times the outer radius rc of the contact 16. The 
terminal 32 is formed so that its inner radius r/is 1.5 
times the outer radius r^ of the contact 30. Thus, mea- 
surements of the resistance of two additional different 
regions 34 and 36 of the semiconductor material can be 
made, wherein the ratios of inner and outer diameters of 
each of the regions 18, 34, and 36 are all the same, the 
ratio of 1.5 being chosen here. As mentioned above, the 
total resistance Rf measured between a pair of terminals, 
equals the resistance of the semiconductor region indi- 
cated at Ri in FIG. 5, plus the contact resistances Rzand 
R3. Each contact resistances such as Rz is inversely 
proportional to the contact length (such as Intb for the 
outer edge of contact 14). Thus, the measured resistance 
of the semiconductor ring 18 is of the form 

R,=Ro+A0/ri+l/ro) Eq. 2 

where R/ equals the total measured resistance, Ro equals 
the resistance through the semiconductor material, A is 
a constant proportional to the contact resistance, r, is 
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the inner radius of the semiconductor ring whose resis- 
tance is being measured (such as radius ra for semicon- 
ductor area 18), and rois the outer radius of the semicon- 
ductor ring. The values of Roand A may be determined 
from a plot of Rr versus (l/r,-b 1/ro) for each set of 5 
adjacent contacts or terminals. That is, Ra is the y-axis 
intercept and A is the slope of the line graph defined by 
equation 2. Sheet resistance ps is determined from Ra 
using equation 1. 

It may be noted that the slope A in equation 2 in- I® 
creases with the specific contact resistance pc. Depend- 
ing upon the expected range of sheet resistance and 
specific contact resistance, the magnitudes of the radii 
can be chosen for ease in interpreting the measured 
values of Ra and A. 

FIG. 6 shows a plot of the resistance in ohms which 
might be measured between each of three pairs of termi- 
nals, having the spacings designated in FIG. 5. The 
three points 44, 45 and 46 show an intercept at a resis- 
tance value of 5.0 ohms, this being the resistance attrib- 
utable to the semiconductor material in the absence of 
contact resistance between the terminals and the silicon 
surface. The following table shows the various parame- 
ters which can be derived from the plot of FIG. 6 

TABLE I 


20 


25 


Ro Ohms 
A Ohm cm 
Pj Ohms Per Square 
Pt Ohm cm^ 


5.0 

.032 

77.5 

5.2 X 10-'* 
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where Ro is the resistance of the semiconductor area 
between the two terminals, A is a constant defining the 
slope of the curves, pi is the calculated values of sheet 
resistance which can be calculated in accordance with 35 
equation 2, and p^is the contact resistance per unit area 
calculated on the assumption that current fiows from 
each metal terminal to the semiconductor along a nar- 
row band at the periphery of the terminal, and that the 
contact resistance approximates the characteristic impe- 40 
dance of a transmission line, and that as in the case here 
the resistance of the semiconductor material is much 
higher than the contact resistance. The characteristic 
impedance of a transmission line can be given by 

45 

Rc=\/Wy/p^, Eq. 3 

where W equals 2ffr and is the width of the line and r is 
the radius at the periphery of the terminal. The slope A 
in equation 2 is given by 50 


A = PsPc 


Eq. 4 


For typical values of Pi and pc, equation 3 is a good 
approximation. Of course, the total contact resistance 55 
(as opposed to the contact resistance per unit area of the 
effective contact area) merely equals measured resis- 
tance minus Ro. 

For mass production applications, the test set up of 
FIG. 3 can be utilized, where a double contact switch 60 
70 can be utilized to pass current between any pair of 
the probes 20, 21, 72, 74 to measure the resistance. A 
calculating circuit 76 connected', to the meter 26 (and to 
a voltmeter that utilizes separate pairs of probes to mea- 
sure voltages between terminals) can calculate the Y- 65 
intersection of a graph of the type shown in FIG. 6, to 
energize a display 78 indicating the sheet resistance of 
the material. Where desired, the calculating circuit can 


also calculate and indicate the contact resistance or 
contact resistance per unit area on a display 80. 

In some applications, the test pattern must cover a 
very small area of a semiconductor sheet, which is so 
small that it is difficult to make contact between probes 
and the small terminals to be deposited on the surface of 
the material. FIGS. 7 and 8 show an arrangement 
wherein a close test pattern can be established while 
providing large contact areas for touching by resist- 
ance-measuring probes. The semiconductor material 50 
is covered with a thin insulative layer 52 such as silicon 
oxide. Then, narrow ring-shaped areas such as 54 are 
etched out of the oxide. Finally, terminals such as 56 are 
deposited on the surface of the oxide and into the 
grooves 54. This leaves terminals such as 56, 58, 60, and 
62 of considerable width, but which contact the semi- 
conductor material 50 along very narrow ring-shaped 
areas. The narrow bands such as 64 which lie in the 
grooves 54 to contact the silicon material 50, can be 
spaced very closely so that an entire test pattern covers 
only a small area of the device, and yet large terminal 
areas are provided for contact by resistance-measuring 
probes. 

It may be noted that after a test pattern is established 
on the surface of a solar cell, a bus bar in the form of a 
metal strip may be applied over the test pattern to con- 
nect several solar cells together, as by soldering the 
metal strip in place, so that the test pattern does not 
affect the final performance of the device. 

Thus, the invention provides a test pattern for utiliza- 
tion on semiconductor material, which enables the more 
accurate determination of the resistivity of the material. 
This can be accomplished by the utilization of at least 
one pair of contacts, or terminals, wherein one of the 
terminals extends in a closed path on the surface of the 
material, and the other terminal of the pair lies within 
the closed path. The adjacent edges of the pair of termi- 
nals are preferably circular and concentric to facilitate 
the calculation of the resistivity of the material from the 
resistance measurement. A determination of the influ- 
ence of the contact resistance between the terminals and 
the surface of the material, can be obtained by utilizing 
a plurality of sets of terminals, of different sizes. This 
can be most easily accomplished by utilizing pairs of 
terminals whose adjacent edges are all of the same ratio 
of outer terminal radius to inner terminal radius. 

Although particular embodiments of the invention 
have been described and illustrated herein, it is recog- 
nized that modifications and variations may readily 
occur to those skilled in the art, and consequently, it is 
intended that the claims be interpreted to cover such 
modifications and equivalents. 

The embodiments of the invention in which an exclu- 
sive property or privilege is claimed are defined as 
follows: 

1. In combination with a body of material whose 
resistance is to be measured, apparatus for use in making 
such a measurement comprising; 

first and second electrical terminals, each disposed 
against a surface of said body of material, said sec- 
ond terminal extending in a closed path on said 
body surface, and said first terminal lying within 
said path so that said first terminal is surrounded by 
said second terminal; 

a layer of insulative material lying on the surface of 
said body, said insulative layer having a plurality of 
narrow grooves therein, and wherein 
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each of said electrical terminals includes a wide layer 
lying on said insulative layer, with the wide layer 
on said second terminal being largely ring shaped, 
and a narrower portion lying in one of said grooves 
and contacting said body surface. 

2. A method for measuring the resistance of a body of 
material having a surface, comprising: 
establishing a layer of insulative material on the sur- 
face of the body, which has narrow grooves 
therein; 10 


8 

establishing a plurality of terminals on said surface, 
wherein a first terminal extends in a closed path 
about a second termainal, including establishing 
wide terminal portions on said insulative layer and 
5 narrower terminal portions that extend through 
said grooves and contact said body surface; and 
connecting a resistance measuring means between 
said first and second terminals and measuring the 
resistance between them. 
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